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which are usually from two to eight inches apart. The bar is
grasped by the machine at the points B B, After the bar has
been broken, measurements are again taken of the length and
the diameter at the point of fracture, to ascertain the elongation
and contraction,
The construction of a testing machine is shown in'Fig. 2. The

!%, s*,- KlchW, HUmUrcl Tasting Machine.

bas*e of tin* machine consists of a substantial, cast iron box, M,
enclosing the driving mechanism. The power is transmitted by
gearing to the two large screws, one of which is visible, R, By

turning these aercwa the pulling head is moved The top and pull-
ing heads, I I* are fitted with threaded sockets or special holders